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Table S1 – Raw data for dose response curve shown in Figure 2 for the two different sources of 
recombinant N proteins evaluated.

LFA Intensity (arb)
conc 
(ng/mL) Genemedi Genscript
0 400 420
0.25 460 360
0.5 550 450
1 680 510
2 1190 520
5 2360 810
10 4720 1250
20 8000 2060
0 460 520
0.25 440 460
0.5 630 480
1 760 450
2 1180 520
5 2480 910
10 4920 1390
20 8230 1910
0 420 490
0.25 580 480
0.5 730 540
1 870 500
2 1380 690
5 2810 990
10 5400 1280
20 7880 2870


